Background
==========

The essential drawback of available adjustable devices for the treatment of hydrocephalus is the fact that the adjustment is valid for both positions of the patient. If the opening pressure is increased to decrease the risk of over drainage in the upright position of the patient the same adjustment leads to a very high opening pressure while the patient is lying and consequently to an under drainage in the horizontal position. On the other hand the lowering of the opening pressure automatically increases the risk of subdural effusion as soon as the patient is in upright position.

Materials and methods
=====================

A new device has been developed to introduce the possibility of a valve adjustment, which is effective only in the upright position of the patient. Hereby it is possible to ensure a very low opening pressure of the device in the horizontal position and an adjustment of the high-pressure chamber for the upright position depending on the needs of the individual patient. The adjustment of the valve works similar to the proGAV, which introduces a mechanical brake to avoid unintended readjustments of the device. To establish a posture depending function of the valve the gravity of a titanium disc acting on a sapphire ball defines the opening pressure of the upright position. The weight of this titanium disc is counterbalanced by an adjustable spring-force. At the lowest adjustment the whole weight of the titanium disc acts against the sapphire ball, at the highest adjustment the whole weight is counterbalanced and the gravity of the titanium disc has no impact on the opening pressure of the valve.

Results
=======

The new device fulfils the physical requirements for a shunt to differentiate between the horizontal and vertical position of the patient. The adjustment of the valve pressure independent of the posture of the patient is important especially for patients with untypical intra-abdominal pressures, for female patients during pregnancy or patients with unclear clinical outcome.

Conclusion
==========

The new device offers new possibilities especially for patients with NPH and children.
